[Integrated measurement of central venous pressure in pediatric intensive care medicine].
In 17 infants and children we compared the results of CVP-measurement by a) mechano-electrical method and b) so called integrated method (IVAC 565). There was found a good correlation. Infusion rate, lavel of the CVP, and kind of solution had no influence on the results.